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B DMM (Datron 1061la) meter. It has an unusual 


one Resistor Rl in a triangle of 3 (R2 & R3) 
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generator with its control arra 


MM actually uses an accurate constant current 
voltage to get the R1 value. But with R2 + 
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So as long as the Guard stray current generator can put the error current 
through R2 the Reading of Rx = Rl & be correct. 


See my tech bul "Lab Measuring DMM". 
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